Safety aspects in patients on hemodialysis with catheters.
Central venous catheter (CVC)-related problems, risks and safety hazards are partly caused by different characteristics of the CVC-based access and their performance features. This chapter covers those issues in a chronological order, from factors related to the choice of the CVC, insertion site and insertion procedure itself, over those associated with CVC use and their monitoring up to safety hazards of interventional procedures. Not discussed are CVC infections as they are covered in a separate chapter in this book.